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Quality 

Code
Data Quality Comment Cond Temp Fluo OBS PAR O2

All Casts in 

Dump
8

All cast data are rejected for the entire cruise (Dump #s 0199, 0200, 

and 0201) because the newly-calibrated CTD (#1) was mistakenly 

deployed without the OBS sensor attached, and the cable 

connection was open to seawater intrusion.  Because of the 

potential for all sensor data detection/capture/processing to have 

been affected, all cast data from the entire cruise is disqualified 

and assigned the data quality score bad.
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0199__          Starting Date: __January 25, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump includes casts from the first day (of 3) of the 2011 mid-winter "all-stations" oceanographic survey.  All cast data are rejected for the entire cruise (Dump #s 0199, 
0200, and 0201) because the newly-calibrated CTD (#1) was mistakenly deployed without the OBS sensor attached, and the cable connection was open to seawater intrusion.  
Obviously, OBS data is missing.  In some cases certain other sensor data appear to be within expected ranges (compared to previous years' data for this seasonal period) except 
for relatively regular (with depth/time) spikes (up to 11/cast).  PAR data appear to have been unaffected and are within expected ranges.  Nevertheless, because of the nature 
of the cause of the seriously compromised data and the potential for all sensor data detection/capture/processing to have been affected, all cast data from the entire cruise is 
disqualified and assigned the data quality score "bad" (Quality Code "8"). 
 
Dump #s (0202 and higher) from subsequent monthly surveys in 2011 come from a different CTD (#5) and appear to be unaffected. 



Cast#
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All Casts in 

Dump
8

All cast data are rejected for the entire cruise (Dump #s 0199, 0200, 

and 0201) because the newly-calibrated CTD (#1) was mistakenly 

deployed without the OBS sensor attached, and the cable 

connection was open to seawater intrusion.  Because of the 

potential for all sensor data detection/capture/processing to have 

been affected, all cast data from the entire cruise is disqualified 

and assigned the data quality score bad.
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0200__          Starting Date: __January 27, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump includes casts from the second day (of 3) of the 2011 mid-winter "all-stations" oceanographic survey.  All cast data are rejected for the entire cruise (Dump #s 0199, 
0200, and 0201) because the newly-calibrated CTD (#1) was mistakenly deployed without the OBS sensor attached, and the cable connection was open to seawater intrusion.  
Obviously, OBS data is missing.  In some cases certain other sensor data appear to be within expected ranges (compared to previous years' data for this seasonal period) except 
for relatively regular (with depth/time) spikes (up to 11/cast).  PAR data appear to have been unaffected and are within expected ranges.  Nevertheless, because of the nature 
of the cause of the seriously compromised data and the potential for all sensor data detection/capture/processing to have been affected, all cast data from the entire cruise is 
disqualified and assigned the data quality score "bad" (Quality Code "8"). 
 
Dump #s (0202 and higher) from subsequent monthly surveys in 2011 come from a different CTD (#5) and appear to be unaffected. 
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All Casts in 
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8

All cast data are rejected for the entire cruise (Dump #s 0199, 0200, 

and 0201) because the newly-calibrated CTD (#1) was mistakenly 

deployed without the OBS sensor attached, and the cable 

connection was open to seawater intrusion.  Because of the 

potential for all sensor data detection/capture/processing to have 

been affected, all cast data from the entire cruise is disqualified 

and assigned the data quality score bad.
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0201__          Starting Date: __January 29, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump includes casts from the third day (of 3) of the 2011 mid-winter "all-stations" oceanographic survey.  All cast data are rejected for the entire cruise (Dump #s 0199, 
0200, and 0201) because the newly-calibrated CTD (#1) was mistakenly deployed without the OBS sensor attached, and the cable connection was open to seawater intrusion.  
Obviously, OBS data is missing.  In some cases certain other sensor data appear to be within expected ranges (compared to previous years' data for this seasonal period) except 
for relatively regular (with depth/time) spikes (up to 11/cast).  PAR data appear to have been unaffected and are within expected ranges.  Nevertheless, because of the nature 
of the cause of the seriously compromised data and the potential for all sensor data detection/capture/processing to have been affected, all cast data from the entire cruise is 
disqualified and assigned the data quality score "bad" (Quality Code "8"). 
 
Dump #s (0202 and higher) from subsequent monthly surveys in 2011 come from a different CTD (#5) and appear to be unaffected. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0202__          Starting Date: __March 17, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

This Dump includes casts (#s 01-14) from both the March and April monthly surveys.   
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0203__          Starting Date: __May 10, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

The actual cast numbers for this Dump are 15-21. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0204__          Starting Date: __May 31, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0205__          Starting Date: __July 13, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0206__          Starting Date: __August 8, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

The actual cast numbers for this Dump are 25-32. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0207__          Starting Date: __September 8, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

The actual cast numbers for this Dump are 33-38. 
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Deliverable OC_M reporting sheet, revised 2/3/2010

Oceanographic Survey Data Quality Report

Glacier Bay National Park and Preserve

CTD #: __1__          Data Dump # __0208__          Starting Date: __October 13, 2011__ Defective / Absent Sensors

- OR -

Analyst's Comments
(these are not applied to the database)

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

Data quality codes are:  
 0 - good       1 - unknown       4 - questionable       8 - bad  
as defined for Ocean Data View at http://odv.awi.de/fileadmin/user_upload/odv/misc/ODV4_QualityFlagSets.pdf.  
 
Disqualified sensors are either those disconnected from the instrument or those, after cast data are reviewed, determined to be giving 
invalid readings.  Checking  the sensor's disqualify box will cause the OC_D  database to have its values made NULL for the indicated 
cast(s). 

The actual cast numbers for this Dump are 40-47. 


